Global Companies LLC
Asphalt Tank VOC/HAP Testing — Final Report

APPENDIX F

Calibration Gas Certificates / Equipment Calibrations
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o Los Angeles, CA 90058
Telephone: (323} 585-2134

DocMumber; 000035386 Facsimile: (714) 342-6689
| CERTIFICATE OF ANALYS

|

Chstoner & Opder Information:

MAINE QXY Praxely Ordar Number: 03452243 _ Fitt Dute: 212002012

22 ALBISTON WAY Customer P. O, Number: 400594 . Pt Number! BV AIPI:.ESUDE-AS
= agae Lot Nembar: 108205114
AUBURN ‘ ME 042100 Customer Reference Number: i Spied Ot AS s 800

finder Prossure & Poftene; 2000 140cu. &t
Certifled Concentration: lder Prasirs & P Pl 10

Expiration Dats: 3f2i2016 NIST Tracesble
Cylinder Number: CC111354 Analytical Uncettainty:
8367 ppm  PROPANE +1%
Balahee AIR
Certifeation Dforspation:  Corlifcation Dater  ¥2/2012 Term: 38 Manths Expiration Date: 372/2018

This aylinder wes certlfled according to the 1947 EPA Trageakllity Protocal, Document #EPA-G00/R-87/121, using Procedure G1
Do Not Usa this Standard if Pressurs Is less than 160 PSIG

POVP LD# F22012
Anatyticel Dote: (R=Refsrance Standerd, ZaZeto Gas, C=Ras Candidate)
1, Component: FROPANE Refaranca Standard Type: GMIS
Requested Conceniraion: BEO0 phta Ref, 8td. Cylinder #: GG 163608
Carlifled Concentration:” 8387 ppm : Raf, i, Conc: .M %
fnatrument Used. HP 5890 Borlea Il SN 3108A34408 . Rfsf. S, Tracoable to SRM # ! va, 28478
Analytical Methad: GO/ Thermal Conduativily 8RM Bampla#:  104-4-B
Lasi Mullipoint Gathration: 20172012 BRM Cylindar #:  FF 26607
- e A | e
i'FIrst HAinalysis Dates Date: 32202 Sacond Analysis Dafa: Date: |
tz:ooa Ri 710830 C: BA7712 Cown:  838{ Z 6 R0 G O Cono 0 i
IR rHOY 2 0 C; 587659 Qoria! 8370 R0 Z 0 G0 Conc: ]
bz g G BBT041 R 707p61  Gonét 837%\ i FAR ] [ Rt O Goner o} !
- uoM: W Mealf Tdat Asgays—2 8367 ppm l UDM:  uv Moan Tosl Assay: 0 ppm i
Analyzed by: ! / Cartifiad by: Mﬂmvﬂw
r - v
_ » - W,:)
RolondafKayweood Shamesla JffEY

Informalion cenlained heraln has bsan propared al your raquest by qualifled experis within Praxelr Distrioution, Inc. “Whille we ballevs that the information I aceurate withir the lmita of the analylical
[nsthnds amployad and is completa {o the exlent of tha specific analysea perfatted, wo make Ao warranty ar reprasentatian fa to e sultablity of the usa of the Information for ary purpose. The
information in offared with the understanding that sy uss of the fornation ' i [ha sole discration and risk.of the user, in no event stiall the flabily of Praxal Bistibution, Inc., arlsing oul of the
usa of the inform ation con leined hareln excead the fos selablishad for graviding such Information.




:;::%PRAXA ’R Praxair Distribution Mid-Atantie

145 Shimetsville 1kd,
Bethlehem, PA 18015
Telephone: (610)317-1608
Facsimile: (610)

000016191 .

DoeNumber:

Customner & Orider Im“mwmmz:

MAINE OXY Praxair Order Number: 03452234 il Dare; - 201712012
22 ALBISTON WAY Cusiomer P, O, Number: 100594 Patt Nuber: - M PROOCOE-AS
AUBURN ME 042100 Crsiomer Reference Number: Lot Munber: - 17206147

Cylinger Siyle & Quiles,  AS CGA 590

, Cyttvcter Pressnre & Voleme: 1840 psly 14200 1L
Certified Concenivation; P

Expiration Date: 212212015 NIST Traceable
Cylinder Number: CC311666 Analytical Uncertalnty:
5052 ppm PROPANE 1%
Balance AIR '
Certifcation Infermation:  Cerlificalion Dater 212272012 Torm: 38 Months Expiration Date: 2/22/2015

This eylinder was certifiad according to the 1997 EPA Traceability Profocol, Document H#EPA-GOWR-87/121, using Procedure G1
Do Not Use this Standard If Pressure Is leas than 150 PSIQ
PGVP ID#F12012 ’

Analyticnl Data: , {R=Referance Standard, Z=Zaio Gas, $=Gas Candldate} ) )
1, Compononl: PRORANE . Refarance Stantard Type: GMIS
Requasted Soncentration: 5000 spm . Ref, Std. Cylinder #; ND22127
Cerlifiad Concentralion: 5052 ppm Ref, 8td. Gone: 4843 PPM
Ingrumer Ussd: VARIAN 3300 INST 023 (PROPANE) Rof, Std. Traceable (o BRM #: 28484
Aralytical Malhod: FIb SRM Sample#:  106-C-1 B‘
Lagt Mulipelnl Cafibralion:  2/612042 ) 8RM Cylinder #:  XFO00465B
Flrst Analysis Data: Pate: 212212012 Second Analysls Data: - botey
Z 0 R: 49434 ©1 50468 Cone: 5047 P R 0 € 0 Conm ]
R: 46438 Z a ¢: 60653 ©Cone;  6085.7 R: ¢ Z: o] [+H 0 Conp: q
Z: 0 G: 50622 FRi 48407 Cane: 50526 Z 0 c: 0 Ri D Cono! 1}
UOM: PPM Mean Test Assay: 5051.7 PPM oM PPM Moan Tast Assay: 0 PPM
Analyzed by: \wa / Gertifiad by: U,,
Robin Morgan Michelle Kostik

{nformation ceniainad hereln has baen praparad al your tequast by quelifizd sxperis within Praair Dlstributlon, Inc. Whila we belleva that the Information i aceurate within Ihe limils of tho analytical
methads smployed and | complete o the extent of the spacifla anelyeas performad, we make no waranty o represenlation as to the suitabllity of the use of the Informatlon for any purpods, The
informalion Is offered with the understancing that any use of the informalien s at tha sole discrellon and risk of the user, In no event ehall the llabilky of Praxair Disteibution, e, arlsing out of the
usa of tha Infarmation con talned herein axceed tho (ée established for praviding such Information.




SPECIALTY GASES OF AMERICA, INC.
AMERICAN INDUSTRIAL GASES, ING.
AMERICAN RARE GASES, INC.

8055 BRENT DR, TQLEDO, OH 43811
419-720-T732 FAX 418-720-2411

T TIETITET Y uuu||nuuulnulrnnllunillll-ulu.uuun“‘llllll"'l"

www.ametlcangasgroup.com

_ L ANALYTICAL REPORT
'H'CertlflcatelD .- oesotooso - Date 6/30/2010
- Customer Nanie: Maine Oxy, Hookset

Customerrf-Address: Attn: Tim Williams

) B4 Londonermy TPKE . . ™%
Hocksett E NH - 03106
-#t Purchase Order: JAJOO523 | | Work Order: 105274-05
5% Lot Number:  0B17SK10 . Product Name:  2-Component Mixture, EPA Protocol*
Size: A ' P}essure: 2275 psig @ 88 Deg F
1 Content: N/A ' .
gd Serial #: CC300258 ‘
5’%‘ Analysis Date: 6/30/20'10"-%;:”
- '. Shelf Life: 38 monthsr - l EXpiration Date: 6/30/2013

. Component . Nomitnpal Actual ; Acéuracy Method
_Propene . /8000ppm - 340ppm . gf b2prel  FID
Air ' ' Balance “Balance o ‘

REFERENCE STANDARD  Std Type  Std# eyl Concentration Exp Date

#
GMIS 0430AA08 .EBO00O1262  541.3000 41292012

Pas

INSTRUMENTATION Instrument / 1D : Component

CAl 300S-HFID CaHe

* ANALYZED ACCORDING TO EPA TRACEABILITY PROTOCOL FOR ASSAY AND CERTIFICATION
OF GASEQUS CALIBRATION STANDARDS - SEPTEMBER 1997:G2
* DO NOT USE STANDARD WHEN PRESSURE 1S BELOW 150 PSIG

I_séued by: Q@Aﬁ/ Q@/nw




‘Information contalned herein has been preparad at yéur request by quallfied experts within Praxair Distiibution, Inc, ‘While we believe that the infarmation is accurate within the limils of the analytical .
. -methods emplayed and is complete ta the extent of the specific analyses performed, we make no warranty of repressntation as to the sultabllty of the uss of the information for any purpase. Thé . = !

: ’;% PRAXA ’R ' : : ' Praxair Distribution Mid-Atlantie
L ! . 145 Shimergville Rd. -
' : . Bethlehem, PA 18015

: ] ; : Telephone: (610)3 17-1608
000005851 ! : Facsimile: (610) 758-8382

p S 2 ek AT b
Customer & Order Information: .o _
MAINE OXY . Proxair Order Number: - 02464817  BDwe  SRI2010

179 BOSTONRD = - - Customer P. Q. Number; 87177 P pprsEns
CEATIBEN A y - o of Number:
SOUTHBOURGH MA . 017720 Customer Reference Num:ber. Colinr Sy & Owirt B con 50

Cylindar Presstre & Volume: 2000 psly 14000, ft.

Certified Concentration:

Expiration Date: '~ * 810/2013 : NIST Traceable
| Gylinder Number: - CC272026 ' " Analyfical Uncertainty: _
9039 ppm PROPANE  ~ 1%
Balance AIR )
Certifcation Information:  Gertification Date: 8/10/2010 Term: 36 Months Expiration Date: 8/10/2013

Do Not Use this Standard if Pressure Is less than 150 PSIG o :

-

his cylinder was certified according to the 1997 EPA Traceability Protacel, Document #EPA-G00/R-97/121, usihg Procedure - &l

Crne ' h
-Analytical Data: {ReReference Standard, Z=Zero Gas, C=Gas Cancldate)
1. Component: PROPANE ' ‘ Referance Standard Typs! T GMIS
‘ Requested Concentration: 800 ppm Ref. Std, Cylinder #: CG184870
Certlfiad Cancentration: 503.6 ppr : . Ref. §td. Cone: $97.1 PPM
Instrumeti Usack . VARIAN 3300 INST 023 (F’_ROPANE} : o Ref. Std. Traceable to SRM # ! 2647a
Analyfical Method: ) : : . R SRM Sample#:  104-C40
Last Multipolnt Calfbration: 7/26/2010 ' B SRM Cylinder#:  XFOO3S1B
First Andlysts Data; o Pate: ©BM0Z010 Seocond Analysis Data: Date:
Z Q R: 1001.2 C: 2053 Conc: 800.90 . Z: 0 R 0 [#3] o] CoRe: b]
R 10017 Z 0 C: 8087 _Gonct 90528 R 0 Z 0 [~ ] Gone: 0
D G: 909.9 R: 1003 ' Conc; 906.48 . : z 0 .G 0 R 0  Gone 0
uom: PPM _ Mean Test Assay: . 903.89 PPM uoM; PPM Maan Test Assgy: 0PPM
Analyzed by: : , Certified by: { i ’M

John Pribish ‘ As

o
et

Information s offered with the understanding that any use of the information is at the sole discretion and risk of the user. In no event shall the liabifity of Praxair Distrisution, ke., aiising out ofthe” "+
use of the Information con talned herein excead the fes astablished for providing such infommation. -




Alrgas.

CERTIFICATE OF ANALYSIS " Airgas Speclalty Gases -“'

600 Linion Landing Road
Grade of Product: EPA Protocol oo
) -
Part Number: E02AI99E15A0332 Reference Number:  82-124248636-1 o
Cylinder Number: CC346394 Cylinder Volume: 146 Cu.Ft,
Laberatory: ASG - Riverton - NJ Cylinder Pressure’ 2015 PSIG
Analysis Date: Jan 14,2011 Valve Qutlet: 590

Expiration Date: Jan 14, 2014

Cerlification parformed in accordance with "EPA Traceabllity Protocol (Sept. 197)* using the assay prooedures llsted. Analytical Methodology does not require correction for
analytical interferences, This cylinder has a total analyticat uncertainty as stated below with a confidence level of 96%. There are no significant impurities which affect the use
of this callbration mixture, Ali concentrations are on a volume/volume basls unless otherwise noted. .
Do Not Use This Cylinder beiow 150 psig.l.e. 1 Mega Pascal

'Type LotlD -_‘“.C‘;j]inderﬂ@’; : ‘fConcentratlon o L o . Explration Date'.f o

NTRM 00051911 °  SGII1S0347BAL - 483.6PPM PROPANE{NITROGEN . ulot, 2013

AP

Instrument/Make/Model

Triad Data Available Upon Request

CYQ’/\ 000 au@,/a

Notes

Approved for Kelease

Pt SR e

Page 1 of 821242486361

#5000




] '% Pmm ’R Praxafr Distribution Wid-Atlantic
145 Shimetsyille Rd.
b Bethlehom, PA 18015

Tejephone: (610) 317-1608
Facsimile: (61¢) 758-8382

MAINE OXY Preseair Ovder Mumber: 03486140 Filt Daker - BI612042
22 ALBISTON WAY Customer P, O, Nuymber: 101895 Part Mwbar; N PRIOGE-AS
AUBURN ME 042100 Customer Refevence Number: Lol Mubert 817208548

Cfinclar Siple & Outler: A8 GBA 590
Cylueler Pressure d Volwwe: 2000 psig 140 cu. It

Certified Concentration:

Expiration Date: 22018 NIST Traceabie
Cylinder Number: CC350662 Analytical Uncertainty:
297.3 ppm PROPANE 1%

Balance AIR

Certifeation Information;  Certiffoation Date! 312/20142 Term: 36 Months Expiration Dale: 3/12f2015
This cylinder was cerilfied according to the 1897 EPA Traceabillty Protocol, Document #EPA-G00/R-87T/ 21, using Procedure  G1
Do Mot Use this Standard if Pressure is less than 150 PSIG
PGVP IDEF12012

Anelptical Poia: (R=Ralsrence Standard, Z=Zero Bas, 0=Cas Cunehidate)
1. Componenl: PROPANE Refarance Standard Type: GMIS
Raquested Conganilration: 300 ppm Ref. Std. Cylindsr #: GG/ 38765
Cartiflad Goneentration: 207.3 ppm Ref. 8td, Cone: 496.9 PPM. .
Instrumant Usad: VARIAN 3300 INST 023 (PROPANE) Ref, §il, Tracaable lo SRM#:  1€6%h
Analytical Mettod: FID SRM Sample#:  81-H-38
Last Mullipelnt Calibration: 37/2012 SRM Cylindar #1  XFDO#7Y9B
i i B I P AT 1.
First Analysia Data: Dafa! afi2iz20l2 gecond Analysls Dala: " pate: !
Z: Q R: 487 G: 20867 Cone: 207.6 Z a R: Q [+ 0 Canot ]
R: 4988 2 0 C 2861 Cono: 29688 R: 1] A Q o]} 0 Caong: 1}
Z Q C: 2067 R 49689 Cont: 297.5 Z: 0 1} 0 R: g Conet 0
vomM:  FPM Mean Tost Assay: 297.3 PPM uoMm:  PPM Mean Test Assay: 0 FPM
Analyzed by: Cartified by:
o
Michelle Kostik

information contained herein has basn preparad at your request by qualifled experts within Praxalr Dislrioution, Ine. While we believe that the Information T sccurate within the imits of tha aralytl=al
methods ampioyad and is complete o the extent of the speaific analyses parfarmed, we make nc warranly or represaniation as io the sultabilily of the use of Iha Infermatian for any purpese. The
thlarmation s offared wilh the tnderatanding that any Le of tha Information i at the sola ciscration and risk of e user, Inno event shall the Sability of Praxair Distributlon, ing., arising out of the
18 of the nformation con talned hareln exsaed the fee eetablahad for provieng aueh informaticn.




: Praxair Distribution Mid-Atlantic
145 Shimersville Rd.
Bethlchem, PA 18015
Telephone: (610) 317-1608
Facgimile: (610} 758-8382

Customier & Order [o.-'maa!nm

Praxair Order Netber; 03114048 Pt Deto:

MAINE OXY 2012014
47 SUMNER STREET Customer P. O\ Number: 87416 f;":‘ ;"”"g"'-‘ 5:’;';;5::”5“‘5
: . ., 4 - f Mumbar!
MILFORD MA 017670 Customer Reference Nymber: Etinder Siyle ik Onlot:  AS 0GA 520

! . ’ Ciinedor Provsua & Voluwe; 2000 pslg - 140 cu. f,
Certifled Cencentration:

Expiration Dats; 8/26/2014 NIST Traceable
Gylinder Number: cco110 Analytteal Uncartalnty:
B8.2 ppm  METHANE 1% &.I

Balance AIR

Certifention Infortation:  Cerflficalion Dafe!  8/28/2011 Term: 38 Months Expiration Date:  826/2014
This tylinder was certifled according to the 1987 EPA Traceabiify Protcoo!, Document #ERA-G00/R-97/121, using Procedure  G1
Do Not Use this Standard if Pressure is less than 150 PSIG
FGVP ID#F12011

Anualytical Dot [R=Rafarance Standard, Z=Zoro Gas, G=Cas Candidafe)

1. Component; METHANE Reforance Standard Type: GMIS
Requested Concentration: 85 ppin Ref. Std. Cylinder #: - CC18677
Certiffed Conoentration: 85:2 ppn Rer, Sld. Cone: - {060

lnstrument Usack: HP 5800, LRA7368C Ref. Std. Traceable o SRM #: 2781
Analytical Methast GC/IFID SRM Sample#f:  212-C-B2
Lot Multpoint Calibration: ~ 8M6/2011 ! SRM Cylindar #:  FF23422
First Analysis Data: Date: Bi26/2011 ’ Second Analysis Data: Date:
Z: 0 R: 100 C: B842 Godne: 89244 FAN Rt 0 G: 0 Gone! a
R 03 2 4] C: 8841 Conms 08234 R 1} Z. 0 & 0 Gone: 1}
F4] 0 ¢ 8828 R: 1003 Gonc: 08,104 Z 0 c: o R0 Geona: Q
uom:  PPM Mean Tast Assay: 64,194 PFM uom:  PPM Muans Tost Assay: " GPPM
h ]
A“'”“‘“’g@fm comted® ) kgl
~Johg Prlsh Bfate/\ Michells Kostik

Information contained harain has bast prapated st your request by qualifiad exparls within Praxelr Disirlaution, Ina, Whnile we belleve that the infarmation I aacurats within the limits of the: anlyticed
muthods employed and |s camplets io the extent of tha epacifio analyses parfarmed, we make na warranly or reprasertation as lo the suitablilty of the use of the Inforrmation for any purpose, The
frrfarmation i offered with be uridarstanding that ny use of the informeficn I st the eole discratlon and risk of the usar. In no event shall o lfekllity of Praxair Distribution, ine., erlaing aul of Ihe
usa af the Tnfarmation con tainexl herein oxceed the Tes establishad for providing such Information.




i Praxair Distribution Mid-Adantic
l 145 Shifnersville R,

‘ Bethlehdm, 1*4 180)5

] Telophohe: (610) 317-1608
!

Fncsimilie: (610) 758-2382

Chistorer & Order Information: . .
MAINE OXY Praxair Order Number: 03114048 FilttDate:  BRH201
47 SUMNER STREET Crustomer P. O, Number: 87416 Part Humler: - ANMESOME-AS
MILFORD MA 017570 Customar Reforence Number: o Momber: - OTTAZA4T.

B

Coltuler Siyle & Ontlet: AS 7" GGA 590
Cylladier Prexsure & Volire: 2000 pely * 440 cu, L
: Certified Concentration: . '

Explrotion Data: B/a6/2014 NIST Traceable —
Cylindar Number: CC78508 Anglytical Uncertainty: ijj m:)
509 ppm  METHANE £1% '
Balance AIR & o ] /
Certifeation Information:  Certification Date:  8f26/2011" Term: 36_;Months Explration Date:  8/26/2014 '
This cylinder wag certified acoording to the 1897 EPA Traceability Protpnnl, Document #EPA-B00/R-87/121, using Procedure G1
: Do Not Use this Standard If Prassurs Is less than 150 PSIG
i : PGVP 1D#F12011 ' ‘ '
| Analytical Data: {ReRefershce Standard, Z=Zoro-Bag, 0=Gas Gandidate)
1. Componentt METHANE ok - Referstice Standard Type: GMIS
Retuested Goneantrallon; 50 ppm ! ) Ref, 8td, Cylinder# ;- COI66T7
Certifled Corcaniration: 50.9 ppm ;. Rei it Contt 100.6
Instrument Usad: HP 5880, LR47359C " Ref, 8td. Traceable to SAM 4 : 2751
Analyticel Mathod: * GCIFID SRM Bampia s 2120.62
Last Multipeint Callbration: are/2e11 ' o BRM Cylinder#!  FF2a123 '
Flrst Analysts Datan Catet Bi2e201 U Second Analysls Bifat o Dates e ps e
Z 0 R 100 G 50,98 fSonet 40878 i Cang: i}
Ry 100 Zr o o 60,98 Cope:  BOE78 e 0 Cane: [t}
‘ 2 4] <1 60,88 Ry 1008 Cono:  50.878 s 0 Cone: 0 .
juom: FPM Meen Test Assay! G0.678 PPM ) ' Maan Test Assay; i 0 PPM
. V . 1
. v d by . \
Analyzed bhmm o Certified by K(,a—- 5@ ()Mw‘}&
~~Join P";‘Tﬁ‘fsg Uatelu o Ashitsy Ba Hg} '

Infermatian contairied herein has baen prepared &} your request by qualied axperts within Frexalr Distrioution, Inc. While wa beffove thet the Infarmation is accurate within tha fmita of the analgtioal
metheds smployed and is complete to the axtent of the spacific analyaas perfarined, we make no waranly or rapresentation as to the sultebillty of the uga of the informalion forany purpase, The
Informallon i affarad with the Linderstanding that-any usa of the Irfermetion.s af the sola discrstion and riak of the user, In no avent shal e liabilily of Prexalr Distibutlen, ., arising out of the
uga of the informatlon con 1eined herein axceed the fes-sstabiished for providing such informatlon.




{ :"%Pm ’ R : I Praxair Distribution Mid-Atluntic

145 Shimersville Rd,
Bethichem, PA 18015

: ) Telephone; (610) 317-1608
DocNumber; 000012814 ' Puesimile; {610) 758-8382

Ccnmr' Qrdar Irarma!oﬂ: - :
MAINE OXY Praaiv Order Number: 03114048 IOl Dates - BI22A20N

47 SUMNER STREET Customen P, O, Numller: 87416 f’{“"’ﬁ"”‘:ﬂ” Q:ﬂgij:‘:As
. . Laf Nuimaer:
MILFORD MA 017570 Customer Reference Nimter: Cyiticter Syl & Owiiel; S COABI
, . Chylirsdar Preay % 2000 pal 140 cu, f.
Certified Concentration: Hir Bt & Folive pRg. e
Expiraifon Date: 8/26/2014 NIST Traceable y 4# VLD
Cylinder Number: ccanyon Analytical Lincertalnty: ﬁ
30.8 gpm"ﬂ METHANE : 1% ey <19 f)
Balance AIR '
Certifeasion Informaslon:  Cerification Date:  8/26/2011 Term: 3GMonths - Expiration Dafe: - 8/26/2014

This cylinder was certified according to the 1997 EPA Traceability Protacel, Document #EPA-BRO/R-87/121, using Frocedure Gi
Do Not Use this Standard 1f Pressure Is less than 150 PSIG i ' .

PGVP ID#F12011 ‘ )
Anglyticat Daln: {R=Refetance Slandard, Z=Zero Gas, (=Cas Candidats) e
1. Gomponent: METHANE ‘ : Refaranca Standard Typo: GMIS booE
Reguostad Gonosniration: a0ppm : Ref, 8td, Oylindsy i | ND17985 .
Cortified Concentration; 30,5 ppan ' Rei. 8td, Cone: -+ dog E
Instrumant Used: HP 5890, | RA7354C Ret. 8td, Traceabl lo SR #; . 2761 i
Analytical Method: felois | I SRM Sample #: 212652
Last Mullipuint Galibraliom. Bi{6/2011 e ) SRM»AGylinfier#_: FF28122 ] _
Firat Analysts Data: Date: 8/26/2011 Second Analysls Data; Date:
zZ 0 R: 100 ©; 3089 Cone: J0.629 Z 0 Rt O € 0 Conet 0
R; 002 Z O C: 30,54 Gone: 80479 R 0O 2 0 C:- 0 Gang: 0
z s} gr 3065 R 1003  Conet 30489 Z 4} G0 R: 0 Cane; 0
UOM:  PPM Mean Tesl Assay: 30,632 PPM UoM:  PPM Mean Tast Assay} 0 FFM
v
Analyzed by Certlflad by: NSZL\:_&
Robln Moﬁl

Informalion containad harain has heen proparac at your raguast by qualified experta within Praxair Distribution, Inc. Vwhile we belleve that the Irfermatien ls accurate within the lmile of lhe analytical
methods employsd and s complats ta fhe axtent of the spacilic analyses perforad, wa make ho Wairaniy or reprosertalian as Lo the suitabllity of fa usp of thia Informatian for any purpose. The
Information is offared wiih e understanding thal any use of the nfermation I atfhe sola discratior: and risk of the user. I no evenl shall the liabfity of Prasal: Distribtion, Inc., arlsing out of the
s of the Informatlon ean talnad hereln axcoad Lhe fse esteblished for providlng such Infarmatien. :




DocNumbar;

22 PRAXAIR

000036684

Praxalr

5700 South Alameda Streel
Los Angeles, CA 90054
Telephoue; (323) 585-2154
Facsimile; {704) 542-6689

_CERTIFICATE OF ANALYSIS/ EPA PROTOCOL GAS

Customer & Order Information..

WELCO CGI GAS TECH LLC GAS

PO BOX 1377

DES MOINES 1A

Fraxaly Order Number:

Customer P. O. Number;  3519338-MAINE

803050 Cuslomer Reference Number;

Certified Concentratlon:

19726623 Filf Dirte; $(27/2012

Port Number: BV AIPRBSO0E-AS
Lor Mowbar: 109208701
Cliicdar Sipla & Chifel: A3 CGA 590
Cyllucr Prosstive & Pohane: 2000 psig 140 cu, 1t

Expiration Date: 412(2015 NIST Traceabls
Gylinder Nurmbet: GG110684 Analytical Uncertainty:
8483  ppm PROFANE +1%

Batance AIR

Cerdifeation Information:

Cetfification Date: 4212012

Term: 3% Monthg

Expiration Date:  4/212015

This cylinder was certified according to the 1997 EPA Treceabllity Protocol, Document #EPA-800/R-87/121, using Procadure &1
Do Mot Use this Standard if Pressure ig [ess than 150 PSIG

PGVP I.D.# F22012

Analyticel Data:
1. Component:  FROPANE

(RoRsforence Stendard, 7=Foro Ges, GoBas Gandidite)

Raquastad Gonoenptration; 8500 ppm "

Caylifled Goneaniratlon; 5483 ppm

Instrument Usod; HP £BE0 Sarles 1| SN 3108A34408

Agvatytioal Mathod, GC/ Thermal Conduoiivity

Lael Muftipaint Callbration; A1/2012 s
First Analysls Data: Dako:  3/30/2012 . !‘
Z 0 R: 28685 G: 10060 Conoc: 8526 o

Rr 23626 2! Q

< 19738 Cona: 8474

F4 0 G: 19582 FRi 234068 Gopg! 8450

oM W

Anglyzed

Intormation containad hersin has heen praparad at your requast by gualiiied experts within Praxair (steiution, Ine. While we bellave hat the Infarmatlon is accurate within the frmits &f the analytical
thethads employed and fa complele fo the axtent of the speclfic analyaes performed, we male no warranly or regresenlation as o the auitability of the use of the informellon for any purposs, The
Infermation is offered with the Underslanding that eny use of the Information Is at tha sole distration and risk of the user, In no avonl shall the liability of Praxair Distdbution, Inc,, arsing out of tha

Mesn Test A : 53
ean‘g-_ﬁ\ LLEG f—f&e\ apm

fay:

usé of lhe information con lained keroln excaed the fee astablished for providing such Informatict,

Referance Standard Typs! GMIS
Rel, Std. Cylinsler #: CG 163608
Ral. §td. Gone: 1.01%

Ref. Std. Traceabls lo BRM #; v, 2847a
SRM Sampla#:  104-4-B

SR Cyliiclor#;  FF 26607
Sacond Analysis Data; Dute:
F a R 0 o] Q Gone: 0
R: 0 Zi 0 [+ 0 Conet 0
Z: 0 G 0 24 s} Cones 0
uohi: v Muan Test Assay: 0 ppr

Certlfled by: wﬂ%wﬁ

g
Shameela Jiffrey




Customer & Order Informatlon:

%men ' R Praxair Disteibution Mid-Aflactic
145 Shimersyille Rd.
' : Bethlehem, PA 18013

i Telephone: (610) 317-1608
i Pacsimile: (610) 758-8382

MAINE OXY Praxede Order Nuniber, 03519131 VW D 312012042

22 ALBISTON WAY Customer P. O, Number: 103290 Pari Nunbere - Al ;’:%50005-%
I Lof Number: 917208047

AUBURN ME 042100 Customer Refereise Nm? ber: Coltutor Spple & Ontlet: AS CGA 550

. Cvlindor Pressire & Volmuy 1280 paly 1o L
Certified Concentration:

Expiration Date: 37262018 ! NIST Traceable
Lylinder Number: 3A20684 Analytical Uncertainty:
5010 ppm  PROPANE +1 %
Balance AIR
Cenfifeation Information:  Cortification Dale:  3/26/2012 * Term; 36 Months Expiration Dafe: 3/26/2015

This cylinder was cettified acsording to the 1837 EPA Traceability Protocal, Document FEPA-BOO/R-97/121, using Procedure G4
Do Not Use this Standard ff Pressurs Is less than 150 PSIG '

PGVP ID#F12012
(R=Refarenca Standard, Z=Zero Gas, 0=Gas Gandidate)

Anpiytical Pata:
1, Gompanant! PROPANE Reference Standard Type: GMIS
Reguasted Concenliation: 6000 ppm Ref. 8td. Cyllnder & : ND22427
Gertified Concaniration: 6010 ppm Raf, 8idl. Cone; 4543 PPM
Instrument Used: VARIAN 3300 INST 023 (PROPANE) Ref. 8t Traouable to SRM#: 2848
Analytical Melhad: FID SRM Sample ;. 105-C-16
SRM Cylinder#:  AF0004652

Last Mullipolit Calibration: klrgrivbd

First Analysls Dato: Pate: 2612012 . Senond Analysis Data; Qata:

zz 0 R: 49415 G: 5010  Cone: 50095 ) Zoon R0 (= Cone: 0

R 45 Z 0 C: B009.4 Conec: 50069 R: 0 2 0 [ Cono: 1]

z ¢ C: B01a,5 . R; 49439 Conc: G6013.0 Z: 0 G 0 R O Cone: a
UOM:  PPM flean Test Assay: 310,60 PFM uom: PPM Mean Test Assay: a ppM

Analyzed by:

. &M ‘ Gertifled by:
%hr\ﬂl'i\bii:: Michelle Kostlit

Information containad hereln has beenh prepared al your request by qualifled experts within Praxal Disttibution, Inc. Whila we balieve that the information & accurats wittdn the limits of Ihe analytiosl
metheda smployed and la eomplsta to the extent of fhe spacifle analysss perfermed, we maka no warranky or rapresentation as o the sultabllity of the use of the Information for any purpese. The
infarmation 1 offered with fhe underslanding that any use of the Information is at the sole discratien and sk of the user, In ho avent shall the llability of Praxair Distribution, iho., arising out af lhe

use of the Information can tainad herein excaed the fee establishad [or providing such information.




:‘ _‘%pm,ﬂ . Praxair Distribution Mid-Allantie

145 Shimersville Rd,
Bethlehem, A 18015

h ‘ Telephone: (510)317-1608
000016757 - ! Facsimile: (510) 758-8382

CTFEMS bl

BERE

Crastomer & Order Informatiomn R

MAINE OXY ProyairOrder Nu.:"fzber,‘ 03519131 Pl Date; - BI202012
22 ALBISTON WAY Cuisiomar P. O, Nember: 103290 Part Nunbor: Al PRIUO0E-AS
AUBURN ME 042100 Customer Reference Nunber; ot Newbor: 7208040

Cylincor Stpha o Quiler: RS CGA 590
Cyllwedar Pressws & Voluse: 2000 palg 140 eu. 1t

i

Certified Concentration:

Expiration Date: 3/26/201 56 ' NIST Traceable
Cylinder Number: BA327T5 ‘. Analytical Uncertainty:
3066 ppm  PROPANE 1%
Balance AIR
;
Certifeation Information:  Cerlification Date: 3/26/2012 Term: fﬁ6 Moriths Expiration Date. 3/26{20156

This eylinger was cartified according to the 1987 EPA Tracaability Plotosol, Document #EPA-B00/R-87/121, using Procedurs &1
Do Not Use this Standard if Pressure |g less than 150 PSIG )

PGVP ID#F12012 !
Analytical Data; (R=Refercnce Slandard, Z=Zevo Gas, G=Gas Canelsle)
1. Componentt PROPANE . - Rafarence Standard Type: GMIS
Requested Concentralian: 2009 wpm Ret, 5id. Cylinder #: MDz2127
Cerlified Goncenfrafion: 3068 ppin . Raf, 8id, Cona: 1943 PPM
Instrument Used: VARIAN 3300 INST 023 (PROPANE} Ref. 5td, Traceabla to SRM#: 26484
Analytical Methad: FID | SRM Sampled:  106-C-16
Last Mulfipoint Calibration; Az 1 SRM Cylindar % XFO004658
Flrst Analysin Data: ) Date: 26/2012 ' Socond Analysls Data: Date:
% 0 R 4945 C: 30829 Oono 80626 7z 0 RR O G O  GConm 0
Ry 4945 Z LH] Q: 30880 Consi 30685 1§ v} Z 0 sH 0 Gane: 0
2z 0 C: 30887 R; 48439 Congr 30684 Z0 O D ‘R: 0 Gone: o
UcM: PPM Meah Tost Assay: aNGE.H PP uoM:  PPM Mean Test Assay: 0 PPM
Analyzed b%‘,p« Certliled by: ‘\Q/IM

Ja Robin Maorgan

Infarmation contained herein hae been preparad at your request by qualitied axparts wihin Praxalt Digtributlen, Inc, Vihila wa hellsya that the information is accurate within the limita of the enalytical
mathods employed and is complate to the axtent af the apecifis analyses performed, we make no warranty or represantation 2s to the aultabillty of the use of the informatlon for any purposa, The
informatien Is affered with the undarstanding that any use of tha infarmaticn {8 at the eola discration and 1isk of the user. In no event shall the liabllity of $raxalr Disfribution, Inc., arising out of the
usa of ths infarmalion con tained hersin exceed the fea established for providing such nfurmation,




%PW’R ‘ Praxair Distrlbution Mid-Aflantic

145 Shimergville Rd.
Bethlehem, PA 18015
Tefephons; (610)317-1608
DooNumber: 000016768 Tacsimile: (610) 758-8382

MAINE OXY ' Praxatr Order Numbzr: 03519131 JU Date; 2012012
22 ALBISTON WAY Cusiomer P. 0. Number: 103290 Pap Nunber: BV AIPRBGOME-AS

f.0¢ Numberr 917208080
Cylindar Styfe & Qnflogr A8 GGA 890
Cylindler Frossire & Vahnma: 2000 psig 140 cu. ft,

AUBURN ME Q42100 Cusiomer Reference Number:

Certified Concentration:

Expiration Date: 3/2612015 NIST Traceable
Cylinder Number: GCBDacE Analytical Uncartainty:
5569 ppm PROPANE +1%

Balance AIR

Certifeation Information:  Cerlification Date: 3/26/2012 Terr: 36 Months Expiration Date: 3/26/2015
This cylinder was cartified according to tha 1997 EPA Traceabillly Protocal, Dagument FEPA-GO0/R-97/121, using Procedure Gt
Do Not Use this Standard if Pressure Is ‘ess than 160 PEIG
PGYP ID#EF12012

Analytical Dat: {R=Refarsitcs Standard, Z=Zar Bas, C=Ges Carnxfidata)
1. Gomponent: FROPANE Reference Standard Type: GMIS

Raruestsd Concentration: 450 ppm Ref. Std. Cylinder # ©CH03885

Carfiflec] Concantration: #66.8 ppm . Rel, 5td Conc: 749.6 PRM

Instrument Dsad: VARIAN 3300 INST 023 (PROPANE) Ref, Sid. Traceable tu SRM # . 284Ga

Anslylical Method: Fip SRM Sampla #:  103-C-23

Laal Multipoinl Calioreion: /742012 ; RN Cylinder 2 XFO008208
First Analysis Data; < -~ » | Datet 3/26/2012 " freond Anedysls Data: Date:
z= 0 R: 7502 .:Ci 8882 Cong: 867.68 Cle oo R 0 G 0 Cone 0
R 78083 & O ¢; BBR.2  Qone:  BE36E R 0 Z 0 c: 0 Cone: 0
Z: 0 C: 8649 R: 7497 Cone:  064.36 2z 0 c: 0 Rt 0 Gone: Q

0 PPM

wom:  PPM Maan Test Aseay:.  868.89 PPM UoM:  PPM Monn Test Assiy:

Analyzad by! weg Certlfiad by:

/L/

Michelle Kostik

Informatian contalned herein has basn prepared at your request by quakfied axperta wilhln Prasaie Distrlbution, Ine, While we balisve that the Informatior |8 aceurate within e kmils of the analytioal
tnathods employad and Is complats to the exlenl of the specific analysas performed, wa maka no swarranty or reprasentation es to lhe suitabllity of the use of the information for any purpose. The
information i offered wih the undarstanding that any use of the Informatian fs al the scle discration and risk of the uger. In no event shall the liablily of Praxalr Distribullon, ne,, arlaing out of the
uge of the |nformatlen con tained herein excaed the (eo established for providing such Information,




T T T R R A T AT T VO S o g T T R T P e R TR -
1 -
}%Pm ’ R t; 1[’;‘;1:%];1 l)i'strlihution Mid-Aflantie
t imersyllle Rel.
. Bethlehom, PA 18015
: ‘Telephone: (610) 317-1608

Facstmiie: (610) 753-8382

DocNumber:

R
Custorer & Order Information: ¥
MAINE OXY Prasaly Order Nu‘inber; 03519131 Filt Date: 32172012
22 ALBISTON WAY Customer P. O. Nigiber: 108280 Pt e LS
' ) o Minhor:
AUBURN ME 042100 Cuistorior Reference Niupiber: Cylircor Siple & Oflet;  AS CEABA0

. . Cyfinder Proxrs & Votunie:  2000psly 140 ou. fl.
Ceriified Concentration:

Expiration Date: 312612045 NIST Traceable
Cylinder Number, CGC248679 Analytical Uncertalnty:
5154 ppm  PROPANE 1%

Balance AR

Certifeatlon Informution: Cettification Date;  3/26/2012 Tarm: 36 Months - Expiration Dale:  3/26/2015
This cylinder was certified according to the 1997 EPA Traceability Protocel, Document #EPA-BO0/R-87/121, using Procedure G1
Do Not Liaa this Standard if Pressure is legs than 150 PSIG
PGVR ID#F12012

Analplicol Data:

(R=Referance Standerd, Z=Zow Gas, C=(as Candidale)

1. Component! PROPANE Relerance Standard Type: GMIS
Requssled Concentration: 500 ppm gﬁ:- 5‘:- Gylinder #: ?A?; g3lfs5
Cerliftad Gansentration: 515.4 ppm of. Sid, Cono: , M

: Ref. Sid. Traceable lo SRM # : 26468

Instrument Laed:
Analytical Mathod:

VARIAN 9300 [NST 023 {(PRUPANE)
FID

SRM Semple#:  103-G-23

Last Multipalnt-Galibration; 7o 2 SAM Gylinder #:  XFON0B20B

Flrsl Analysis Data: Date: 82612012 l ‘ Becond Analysis Data: Date:

Z -0 R: 7602 ©1 5143 Const 51208 ’ Z: [+] R 0O G 0 Cone: 0

R 7803 Zi Q ¢ 6189 Cone:i  516.68 R: a Z 0 o 0 Ceng: a

zz2 0 G 6188 R 7487  Conct 51648 zz Q0 [~I R 8 Cone: a
uom: PFPM Maan Test Assay: 516,36 FFM UomM:  PPM Nisan Tost Assay: a PR

Certified by:

Michefle Koslik

Analyzedgw
onc Doy

infarmation contained hereln has bean prapared st your request by qualified experls wilhin Fraxaly Disirilbutien, Ino. Whila we balleve that fhe liformation is acourale wilhin the limlts of the analyileal
mathocls smployed andis complele to the extant of the spacifio analyses perfarmed, we mzke 1o wairanty or representation as to tha suitebility of the use of the Infarmallonfor any purpose. The
Information is offared wilh the understanding that any usa of the infarmation f= at the sola disoration and risl of the User, n no event shall the lkabillly of Praxalr tstribution, no., arisly oul of the
usa of he infarmation con tained hereln exceed fha fes sstablished far providing eush informatian,




%Pm ’R Praxair Distribution Mid-Atlatic

145 Shimersville Rd,
Bethichem, PA 18015
Telephons: (610) 317-1608
Facsimile: (610)758-8382

——

MAINE OXY Praxelr Order Nurmber: 03486140 Fill Date: 512012
22 ALBISTON WAY Custorer P. O, Nunber: 101885 Part Mumbur: - Al PRAIOOE-AS
AUBURN ME 042100 Customer Reference Number: Lot Niabers 917208649

Cylindar Sile e Outler: A8 CGA 690
Cyliimder Pressure & Volupe: 2000 psig 140 ou. i,

Certified Conceniration:

Explration Date: 3272015 NIST Traceable
Gylinder Number: CGa60652 7 Analytical Uncertainty:
207.3 ppm  PROPANE 1%

Balance AIR

Certifeation Information:  Cevilfloation Date;  3M12/2012 Term: 36 Months Expfration Date: 3/12/2018
This eylinder was certlfied according to the 1897 EPA Traceakbility Protocol, Document #EPA-G00/R-97/21, using Procedure G
Do Not Use this Standard if Pressure is less than 150 FSIG
PGVP ID#F12012

Analyileal Data: (R=Refzrence Standard, Z=2aro Bas, C=Gas Gandidate]
1. Component: PROPANE Refarance Standard Typs: GMIS

Reguested Cangentratlon: 300 ppm Ref. 8id, Cylinder # CC138766

Cerlifled Coneentration: 297.9 ppm Raf. Btd, Conor 498.9 PPM .

Instrument Lisad: VARIAN 3300 INST 023 (PROPANE) Rel, 8td, Traceable 1o BRM #:  i66%

Analytical Maihod: FID SRM Sample#:  81-H-33

Last Multpolnt Calibration: 3i7i2012 SRM Cylinder #:  XFOO37798

e e byt J— e - T PO T N 1
First Analysis Date: Data: 3iizi2012 Second Ahalysls Data; B 1]
20 R: 497 C; 2067 Goner  207.9 = o] R 0 ¢ 0 Sonct 0
R: 4988 Z 0 Qr 29641  Cong: 20889 Rt D z 0 er 0 Cone: 0
£ [ G: 2887 R 4968 Ceng! 297.5 Z i} [+ ] R: 0 Cane: il
UoM:  PPM Mean Test Assay: 297.3 PP'M ugM:  PPM Maan Tost Assay: 0 PPM

Analyzed by: : = Cartifiad by

Michalle Kostik

Inforration contained herain has beeh preparod et your reguest by quafifled exparts within Praxalr Distribution, Ine. While we bellave that tha infarmation 13 accurate within the limils of the analytlcal
methods amplayed and s complate to tha extent of the specifio analyses parformed, wa make no warantly or raprasentallan ga to the suiabllity of the use of tha information for any purposs. The
intermatlon f offerexd wilh e understanding thal any uss of tha information Is at the sola discretion and sk of the usar, In no event ahall e llablity of Praxair Distributien, Ine., erlalng out of tha
usa of Iha information can lainad hersln excead Iha fae astabilshed for previding such Informaticn.




R e e

7ZPRAXAIR

Cistomer & Grder Informmtlon:

Praxair Distribution Mid-Aftantic
145 Shimetsville R,

Bethiehem, PA 18015

Telephone: (610) 317-1608
Facsimile: (610) 758-8382

T

MAINE OXY
47 SUMNER STREET
MILFORD

MA 017670

Praxair Ovder Number:
Cusiomer P, O, Number:

Certified Concentration:

Custorser Raference Number:

03114048 T Date:
87416 Pari Nunbor:
Lot Mymber!

- Eplinder Styta (& Oulas:
Ciisder Presswve & Yohime!

Explration Date: 8/28/2074 NIST Traceable
Cylinder Number; cCce110 Analytlcal Uncertainty:
882 ppm  METHANE 1%
Balance AIR
Certifcation Infornation:  Cortification Date.  8/26/2011 Term: 36 Nonths Expiration Dafe: B8/26/2014

82212011

EV AIMEBSME-AS
S17123448

A3 CGA Ba0

2000 psly 140 cu. It

Wl

This eylinder was ceslified according to the 1997 EPA Traceakility Protocol, Document #EPA-800/R-97/121, using Procedure G1
Do Mot Use this Standard If Pressure Is less than 160 PSIG

PGVP ID#F120114
Analytical Data {ReRafarance Standerd, Z=Zera Gas, C=Gas Garidldafe}
1. Camponent; METHANE

Requested Concentration: 45 ppm

Carlified Genoeptration: 88.2 ppm

Inslrurent Usadh HP 6860, LR47388C

Analylical Method: GCIFID

Last Multipoinl Galibration: aHene i
Firat Analysts Data: Date; a2/ 1 '
Z 9 R: 100 ©i 8842 Cono: 83.244
R: 003 Z 0 G: 8841  Gonu; 68284
Z 0 C: 8828 R: 100.3 Gone: 04,104
Uom:  PPM Mean Test Assay: 83,794 PPM

-
Analyzed by

Reference Standard Type! GMIS
Ref, 8id, Cylinder#: - CC16677
Raf, 8ld, Conc: ~ 1006
Ref, Sld. Traceable lo SRM #: 2751
&RM Sample#:  212.C-52
SRM Cylinder#:  FF23122
Sacond Analysis Data: Date:

O Rt O G: 0 Gone:
R a zZ 4] & 0 Gone:
Z 0 [+1 S ] R: 0 Geno:

oM PPM

Mean Test Assay:

Cetitifled by:

gl

Michslle Kostlk

Infermetian contained hersl hes been praparsd al'your request by qualified exparls within Praxalr Distdbution, Ino. YWwhile we beliava that tha infarmation s aceurats within e limits of the enalytioal
methods emplayed and |s complale 1o the extant of (he specillc analyses performed, we mala na warranly or reprasanlation ag fo the suitabilily of the use of Ihe Information for eny purpose. The
Infarmation e offered with the undarstanding that any wse of thé [nformation Is &t the sole discratlon and risk of the weer. In no event shali Ihe labllity of Praxair Disiibullen, Ine., arlsing oul of the
usa of the information con lained herain exceed the fes gstebliehad for provialng such Information.




o Pl'axalr!})istribntinn Mid-Adiantic
‘ i 145 Shignersville Rd.
1

Bcthlehi;m, PA 18015
Telophohe: (610) 317-1608
Fassimile: (610) 758-8382

Custommer & Order Information . .
MAINE OXY Proxair Order Number: 03114048 Fift Date: - BR2(2011

47 SUMNER STREET Customer P. O, Number: 87416 Part Mmtar: A} MEGOME-AS
MILFORD MA 017670 Cusiomer Reference Number: Lot Numbet: - UTIZHAT., -

Culinclor Siple 2 Ouitets A8 7' 7 CGASE0

Cylinday Preysura & Volugo; 2000 pslg 140 eu, It
Certified Concentration: ' Al ‘

Expiration Date: B/26/2014 NIST Traceable b
T s
Cylindar Number: CG78608 Analytical Uncertainty: {»Ml%' j
60.9  ppm  METHANE 1%
Balance AIR G o ] /
Cerdifcation Informution:  Certiffcation Dale:  8/26/2011° Term: 36Months Expiratioh-Date.  8/26/2014
This cylinder was certified according to the 1987 EPA Traceabllity Protpcol, Document #EPA-B00/R-07M21, using Procedure 61
Do Not Use this Standard if Prassure s less than 150 PSIG
PGVP ID#F12011 ! :
Analyileat Datm; {R=Rafaretice Standard, ZeZero-Gse, Celas Gandidaty)
1. Compenont!  METHANE o + Reference Standatd Type: GMIS
Regtiesled Coneantrallon: 60 ppm il ‘ Ref, Std, Cylinder # . CCI8577
Certified Concentration: £0.9 ppm ©; Ref Std Cone; 00.0
Instrument Used: HP 8890, LRAT380C B Ref, Std, Traceable to SAM#: 2761
Analytical Mathod: * GCFID BRM Gampla#;  22-0.82
Lasl Mullipoint Galloration:  8H82019 ) I SRM Cylinder#:  FR2E422
First Anslyss Datas Dater 812612011 ] second Analysls Dufe: B L
l AR R: 100 C: 5088 Gunet 60878 S R0 LI Cone: [
R: {00 Z 0 C: 5098 Conet B0.678 R0 o0 |HE Caone: 1]
EA 0 C: 5058 R: 1006 CQone: 60678 Z 0 b0 o0 Cong: a -
yoM: FPM Maan Tast Assay: G0.678 BPM ) oMy PPM Maan Tost Azsay: 9 PPM

Alalyzed by:

E)&“g;z«m,w | | ) . N Cerlifled by:J K;w‘ﬁ%m :[TMEQL
Ashiey Davil )
' .

Infermation contained herein has been prepared at your ragueal by qualified sxparts within Prexalr Dlstribution, Ing, Walls we belleve thal the Infermatian Js accurste within the imils of the analytioal
melhods amployed and ls complale o the extent of the speciflc analyses performed, we make no werranly or reprasantation = {p the sliltebility of tha usa of lhe Informalion foe any purpose, The
Information. is offered with the understariding thal-any usa of tha information Is 2t the sole discretion and risk of the user, Inno avent shall the libilily of Prexair Distibuticn, nc,, ersing out of the
uge of tha information con lelned herein exceed the fes-esteblishad for providing such iformatlen.




Custamer & Ovder Informution:

MAINE OXY
47 SUMNER STREET
MILFORD

MA Q17870

Customer Reference Nuni

Certified Concentration:

Customer B, O, Numtle}':

ar

Praxaiv Ordar Number: 03114048,

87416

Praxair _])istributlou Mid-Adlantic
145 Shimergyille Rd.

Bethlehem, PA 18015

Telephone; (610) 317-1608
Fassitmile: (610} 758-8382

Filf Date: 822201
Part Mimthers Al ME3OME-AS
Lof Numbar: 817123448
Cyitndar Stle & Ontled;  AS COA 90
Cylidor Prossire & Pohnne! 2000 paly 140 cw fl,

Explration Date: 8/26/2014 NIST Traceable ‘ ‘4’# , P
Cyllnder Number: coso798 Analytical Uncartainty: W
305 ppn” METHANE 1% o 14 1%
Bdlance AIR '

Certifeation formation:

CeHiffieation Date:  8/26/2011

}

Term: B(iéi[\ﬂn nthe

. Expiration Dalo: . 8/26/2014

This cylinder was certified according to the 1997 EPA Traceability Profocel, Documant #EPA-G00/R-97/121, using Frocedure G
Do Not Use-this Standard if Pressure Is less than 150 PSIG i ' :

PGVR IDHFE12011 ’
Anabytical Datn: {R=Reference Slanderd, Z=Zaro Gas, CrCas Candidale)
1. Component: METHANE ‘
Reguested Concsntration: 30 ppm
Certifled Concantration: 30,5 ppm
lnsirument Used: HP 6880, | RA7358C
Analytical Method: GCFID b
Last Multipeint Calibration: BHer2011 ‘ o ‘
Elrst Analysis Data: Date: 826/2011
0 K 100 G 8069 Gone: 30.820
R: 1003 Z o G 30484 Cone: 90478
z: 1} Cr 3045 R 1003 Cone: 30483
uoM:  PPM Mean Test Ausuy: 30,632 PPM
L3
Anaiyzed by;

i @fﬂ/ W

Relarencs Slandard Type;
Ral. Slid. Qylindar #
Ral. Sid, Cono; -
Rel, Bid. Traceable v SRM#; -
SRM Sample #:
oy SRM GOylindar# :

T

Sorond Analysls Data;
Z 0 R: 0 G

R: 0 Z: 0 G-

Z: o [+ 0 R
uom: PPM Mo

aMI3 oE
ND17988 Y
100.0 -
261
212.0-62

FF23122

R e ST PG MUUUPREV P

Date:

o] Gone: 0
o} Gane; 0
0 Ganet o]

D

an Test Agsay!

Certlfied by: 'Sl)viw :
Robin M(a}gn

Informtalion contalned heraln has been propared at your request by qualfied experts within Praxaic Disttibulian, Ine. While we balleve that the information Is accurate within the fraits of the analytical
methods employad and 18 complete to the extent of the specillc analysas perfermed, wa make ho warraniy or reﬁmsemailﬂn a8 {o the suitabllity of the use of the Informaticn for any purpess, Tha

Infarmation is offared with the understanding thel any use of the Information Is &t the sole discration and risk of f

use of the Information con taltad hereln axcaed the foe retaklished for praviding such Information.

@ user, n o svant shall the liabily of Praxalr Distribullon, he., arlsing out of the




PRAXAIR Peasair
5700 South Alameda Street

Los Angeles, CA 50058
: Telephone: (323) 585-2:154
! Faceitile: (714) 542-6689

DacMumber:  00CC36585 e -
[ crrOFICAS 7PA PROTOCOL GAS

Customer & Orier Information:

; WELGCO CGI GAS TECH LLG GAS Praxair Order Numlzer." 19725633 FHf Dars: 312712012
i RO BOX 1377 Customer P. O. Number: 3519338-MAINE Pard ﬂ*f":’ﬂ"' 'f;;’;;“;‘?;;"”“‘s
! - . Lar Neetbar:
DES MOINES A BOR050 Customer Reference Number. Coltar Spfo & Outte; AS CGA 595

i Cltineler Prossure & Pahuner 2000 psig 140 eu, fl.
Certifted Concentration: g

Expiratlon Dats; 41272015 NIST Traceatle

| Cylinder Number: SA1610 Analyticat Uncertainty:
820 ppm  METHANE £2%
: Balance AIR
Certifeation Informations  Ceriification Date: 47212012 Term;, 36 Months Expiration Date: 41212015

This cylinder was certified scoording to the 1987 EPA Tracasablity Protocol, Document #ERA-800MR-97/121, using Procedure G2
Do Not Use this Standard if Pressure Is lass than 160 FSIG
G2 analysia was done using STEG ING S8GD-710 @ 20% {c.f.=0.2}

PGVP |.D# F22012
Analytiea Data: (ReRofatance Standard, Z=2ero @as; C=Gas Candidalt)
; 1, Componcnt! METHANE Referance Standard Typs: GMIS
: Requested Congentration: 850 ppm : Ref. 8td. Cylindar # : CC 8643
| Certifled Gongentratlen: 820 ppm Ref, Std, Cone: 229 ppm
; Instrument Used: HORIBA, FIA-510, 861188122 o Ref. Std, Traceabls fo SRM # ! va. 2781
: Analytical Method: Flamae lonlzation Detector SRM Sempla#:  212-09-AL
’ Last Mullipoini Catloratlon: 371112012 N SRM Clidlars: SX-20000
First Analyeis Data; Daté; 422012 i Second Analysis Data; Data;
|
0 Ry 228 © 64 Cone 164 a0 R: D ¢ a Cono: 5
R 2@ oz 0 G ed.2  Cane! 164 R 0 FA ] c: o Cane: [
20 G 16kl R 220 Gongi 184 ; Z 0 G0 " 0 Cenc: ]
UGH:  ppm Maan Tost Assay! 184 ppin vom:  ppm Wean Test Assay: 0 ppm

Analyzed by: M J Certifled by: .z
{ ™Y
Rol¥mda od SlemEE fray

‘

Inform ation venkainad keraln has teen preparad at your fequest by quallied experls within Praxalr Distbutlon, Ina. While wa baliave thal ihe information s accurate within the limils of the analyiloal
methods emplayed and Is completa ta the extent of the spacific analyses performed, we meke no waranty of reptesentation as ta the suitability of the use of the Infermation for any purpose, The
Informalion is offared with the understending (et arly wea of the Information la at the sola discration and risk of the user, Inno event shall the Fabllity-of Praxair Distribution, Inc., erlsing oud of the
usa of the nformation con lalned hersin exceed the les ostablished for previding auch informaticn,




DocNumbet:

000036667

Praxair

5700 South Alameda Strect
Los Angeles, CA 90058
Telephope: (323) 585-2154
Facsimile; (714) 5426689

e E

[ CERTIFICATE OF ANALYSIS / EPA PROTOCOL GAS

Customer & Qvder Inforiuation:

WELCO GGl GAS TECH LLG GAS

PO BOX 1377
DES MOINES 1A

503050

Praxal Order Number: 197256693
Customer P, O. Number: 3519338 MAINE
Cusionier Refurence Number:!

Filf Dare:  32THRO01Z
Pt Number:  EY AIMEBOOME-AS
Lot Nuwber: 109208703
Cylinder Siplo & Ontlert AS GOA 550
Cylitar Prexsura & Volfumter 2000 psig 14000, 1L

Certified Concentration:

Expirafion Date; AI212018 NIST Traceabls
Cylinder Number. SA15203 Analytical Uncertainty:
435 ppm METHANE 2%

Balance AIR

Cerdifoation Informatlon:

Cerlification Date:  4/2/2012

Term: 36 Months

Explration Date; 42/2016

This cylinder was certified according to the 1997 EPA Trazeabllity Protocol, Document #EPA-BO0/R-87/121, using Procedure (52

Do Noi Usea this Standard If

Pregsure is less than 160 PSIG

G2 analysis was done using STEG INC SGD-710 @ 40% {c.f.=0.4}

PGVF |D# F22012

Analytical Data:
1. Companent: KMETHANE
Ragusstad Concentration:
Gartlfled Ganserirallen;
Instrument Usedt;
Analytical Method:

500 ppm

486 g .
HORIBA, FiA-610, 851135122
Flame lonizatlon Detactor

Last Muitipont Calioration; 8112012
Flrst Analysis Pata; Date: 4212012
Z: i} Rt 229 Gy 1944 Cong! 194
R 228 4] Q C: {84  CGone: 194
z: t] G 184 R: 229  Conc: 194

UoKM:  ppm

Mean Test AsGAY: /-‘*\1‘94 Bpim

Analyzed by:

infermation conlpined harain has been preparad t your request by quelifiad axpar

metheds employed and is complate to e

Wnformation Is afferad with the undeestanding that any use of the Infarmallan is &l the eole d

Rol ‘ood

(R=Reference Slandard, Z=Zero Gag, C=Gas Candidate)

Reference Standard Typa: GMIB
Ref, &id. Cylinder # CU BEd3
Ref, Std. Cono: 228 ppm

| Rat. &8id. Tracesble to SRM#: s, 2751

SRM Sample#:  212-08-AL
SRM Cylinder #: §X-20000
Sacond Analysls Data Date:

2 1] R: 0 G; 0 GCone: o
1R O Z 0 c: 0 Cong: 0
F4] 0 [+ 0 R: 0 Cong: o

a

UoM:  ppm Mean Test Aasay: pPm
Cattified by: mﬁwmmk
Shamaela ey

Iseretion and risk of the Usar. In ho-avent shall the llabifily of Praxale Distribullon, Inc., arialig oul of the

uea of e infarmalion con tained heraln exceed the fes establishad for providing sudh Informelint,

ts withiln Praxalr Distrioution, ne. Whils wa befiave thal the Informatlon Is acourate within the imits of Ihe analylical
axtent of tha spacific analyss parformed, we maka no warrarty of representation as ko lhe aultapillty of the use of the informatton for any purpass, The
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L .
% Rn K ﬂ Praxair
- P ‘R ; 5700 South Alameda Sireet
: Los Angeles, CA 90938

h Telephoua: (323) 585-2154
000035671 P Facsimile: (714) 542-668%

DocNumber:

Customer & Order Information:

WELGO GGl GAS TECH LLC GAS Praxair Ovder Numtzr: 19725693 R Dels 32912012

PO BOX 1377 Customer P, O. Number:  3519338-MAINE Part Muber: BV AMESCOME-AS
Oust  Reference Numﬁer' Lot Neathere 109208704

DES MGINES A 503050 Tustomer Referen her; ol Syl e S -

!
Cerified Concentration:

Expiration Date: 422018 f NIST Traceable
Cylinder Number. CC1987M ' Analytical Uncertainty:
200~ ppm  METHANE ; 2%
Balance AIR
Certlfcotion Information:  Cerlification Date:  4/2/2012 Term: 38 Monihs Expiration Date: 4/2/2015

This oylinder was certlfled according to the 1997 EPA Tracsability Protocol, Dooument #EPA-800/R-87/121, using Procedurs 2
Do Not Use this Standard if Pressura is less than 160 PSIG
(32 analysis wes done using STEC ING SGI-710 @ 70% {¢.1=0.7}

PGWVP LD #F22012 !
Arnalyticn! Dta: {R=Raference Standerd, Z=Zere Bas, C=Gas Condldale)
1. Gompanshk:  METHANE b Referance Standard Typs: GMI8
Raquested Concentration: 300 ppm | Ref. 8td, Cylinder #: CC 8633
Gertified Concantration: 290 ppm i Ref, Std, Cene: 220 ppem
Instrument Used; HORIBA, FIA-E40, 8611358122 Ref. Std, Tracaable o SRM #: w6, 2741
Analytical Method: Flame Jonlzatlen Deleclor SRM Sample#:  212-00-Al.
Last Mullpoint Calloratior: 3711/2012 SRM Cylinder #:  $X-20000
. R f e e s ey
Firat Analysis Data: Datyt  d2f2012 ) Socond Analysis Data: Data;
2 4] Ry 229 ¢ 2028 Cone: 203 : 2 0 R: L] [+h a Coner ¢
R 229 2 1] G PO31 Cone; 203 1 R: 0 Z ] Cr a Congi ¢
2000 G 2028 R 220 GQone 08 ! # 0 © 0 R O GCona o
UomM:  pom Mean Tﬁt Assay: /"“\203 ppm UOM:  ppm. Mean Test Assay: G ppm

Analyzad by; %ﬂ Cettified by: e "*“‘“‘“:
Roldnda oad ' Skameela Jifrey

Information contalned herain has heen prepared al your requast by qualfied axperts wihin Praxal: Distriblion, Ine. While we belleve thet the iform ation Is accurate within the limits of the analyticl
mathods employed and is complete to the exlant of tha spacific analyses performedl, we make no warranty or represantation ae to the suitabilily of the wso of the Informetlon for any purposs. The
Informatian Is offerad with the underatanding that any use of the Informatlon 13 at the scle discretion and risk of tha user. In no event shall the Tablity of Praxalr Distribliion, ka., arsing out uf the

usa of the Information can taled harsin exesed the fes sstebllshad for providing such infermetion, -

Opltclar Prosswre & Volmwe: 2000 pely 140 ou, 1L,




